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HOME MEDICAL EQUIPMENT




CLEANING PROCEDURES
Mask: 

Hand wash daily in warm soapy water, rinse thoroughly and allow to air dry. To disinfect use 1 part vinegar to 3 parts water and soak for 30 minutes, rinse thoroughly and allow to air dry.  

*** DO NOT USE ALCOHOL / BLEACH OR OTHER CLEANERS ***
Nasal pillows / Cushion:

Disassemble and wash all parts in warm soapy water. Rinse thoroughly and allow to air dry. To disinfect use 1 part vinegar to 3 parts water and soak for 30 minutes, rinse thoroughly and allow to air dry.
*** DO NOT USE ALCOHOL / BLEACH OR OTHER CLEANERS ***
Headgear:

Clean at minimum once a week.  Hand wash daily in warm soapy water, rinse thoroughly and allow to air dry.

Hose / Tubing:

Wash once a week in warm soapy water, rinse thoroughly and allow to air dry. To disinfect use 1 part vinegar to 3 parts water and soak for 30 minutes, rinse thoroughly and allow to air dry.
Filters:


Disposable filters: check weekly and change as necessary

Non-Disposable filters: Hand wash weekly in warm soapy water, rinse thoroughly and allow to air dry. 

CPAP / Bi-Level unit:

***DO NOT IMMERSE IN WATER!! *** Unplug unit from outlet and use damp cloth to wipe the outside of unit. Let unit completely dry before next use.

Humidifier:

Use distilled water, empty each morning and refill each night. Disassemble and wash all parts in warm soapy water. Rinse thoroughly and allow to air dry. To disinfect use 1 part vinegar to 3 parts water and soak for 30 minutes, rinse thoroughly and allow to air dry.
*** DO NOT USE ALCOHOL / BLEACH OR OTHER CLEANERS ***
**EMPTY WATER FROM HUMIDIFIER ANY TIME YOU MOVE THE MACHINE**
